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hemolytic and cytotoxicity. Herein, we present a simple, rapid and low-cost method to combine GO and natural
polysaccharides by hydrogen bonding to prepare a new material Bletilla striata polysaccharide/graphene oxide
composite sponge (BGCS). The BGCS was successfully synthesized and characterized by SEM, IR, RAMAN, XRD
and Zeta potential analyzer analysis. The BGCS exhibited favorable biocompatibility. Besides, the porosity of
BGCS was higher than 90% and showed good water absorption capacity. The results of whole blood coagulation
evaluation showed that the BGCS can promote blood coagulation within 30 s without anticoagulant, showing
excellent hemostatic effect. Further coagulation mechanism studies indicated that the surface of the BGCS
possessed a high charge (—27.3 £ 0.9 mV) and showed strong platelet stimulation, the BGCS can also induce
red blood cell aggregation, accelerate fibrin formation and accelerate blood coagulation. Therefore, the BGCS
can stop bleeding within 50 s in rat-tail amputation models. The BGCS provides a new perspective for the safe
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application of GO in the field of trauma hemostasis.
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1. Introduction

As reported, nearly 50% of deaths in the military are caused by hem-
orrhage [1]. In addition, excessive bleeding is also an important cause of
death in natural disasters, traffic accidents, and traumatic bleeding
among civilians [1-3]. Carbon aerogels exhibit 3D network, a high po-
rosity structure and high specific surface area, they were synthetized
from graphene oxide (GO), whose intrinsic properties make it has
great potential in the biomedical applications, such as cancer therapy,
tissue engineering, drug delivery, wound healing, biosensing and hemo-
stasis [4-9]. The GO sheets cause strong aggregation in platelets by acti-
vating Src kinases and releasing calcium from intracellular stores, which
is in a scale comparable to that triggered by thrombin [10]. In addition,
activated platelets carry many other hemostatic factors that adhere to
the wound surface and trigger the coagulation pathway [9], while
graphene aerogels can rapidly absorb plasma, allowing blood cells to
accumulate on the surface, further promoting blood coagulation on
the wound surface [11]. However, the fatal shortcomings of GO, such
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as high hemolysis rate [12], potential thrombosis [10], and cytotoxicity
[13], limit its application in hemostatic materials. This is related to the
surface active chemical structure of GO with hydrophilic edges and
hydrophobic basal plane [14,15]. Chemical crosslinking can alter the
structural properties of polymeric materials [16]. Natural polysaccha-
ride materials have been extensively studied for hemostasis due to
their excellent biocompatibility and hemostatic activity [17,18]. In
addition, natural polysaccharides can also be cross-linked with GO by
covalent or noncovalent bonds to improve the chemical properties of
GO [12,19,20].

Bletilla striata belongs to the Orchidaceae family, and has been
widely used as an astringent hemostatic medicine in traditional Chinese
medicine (TCM) for thousands of years. TCM holds that it can treat
hematemesis, hemoptysis, traumatic hemorrhage and ulcerative car-
buncles [21]. Bletilla striata polysaccharide (Bsp), traditionally used con-
stituents of Bletilla striata, exhibited biocompatibility, biomedical
activity and low toxicity [22]. The monosaccharide composition of Bsp
is mainly glucose and mannose, so it is called glucomannan polymer
[23-25]. Its possible chemical structure is shown in Fig. 1. This polysac-
charide has shown effects on traumatic bleeding and alimentary canal
hemorrhages, as well as increased platelet aggregation rate [26-28].
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Fig. 1. The proposed structure of the Bletilla striata polysaccharide.

Besides, the abundant hydroxyl groups and long chains in the polysac-
charide allow them to be structurally modified by crosslinking with
other compounds to improve their fatal shortcomings [12]. Therefore,
the Bsp is an excellent candidate for GO modification.

In this study, we present a simple and environmentally benign prep-
aration of Bsp/GO composite sponge (BGCS) by a simple solution-
mixing freeze-drying method. The BGCS has a stimulating effect with
erythrocytes and platelets. Through the synergistic effect of stimulation
and physical absorption, BGCS exerted strong hemostatic properties,
and by the evaluation of the microstructure, physical and chemical
properties, biocompatibility, hemostasis effects of the BGCS, providing
direction for the safe use of GO in traumatic hemostasis.

2. Materials and methods
2.1. Materials

Graphite powder was purchased from Huayi Co., Shanghai, China.
Tubers of B. striata were purchased from Sichuan Chinese Medicine
Yinpian Co. Ltd. All other chemicals were of analytical grade.

2.2. Synthesis of graphene oxide (GO)

The graphene oxide solution was synthesized by a modified Hum-
mers method [29]. Briefly, graphite powder (3 g) was pre-oxidized
with phosphorus pentoxide (2.5 g) and potassium peroxydisulfate
(2.5 g) in concentrated sulfuric acid (12 mL) at 80 °C for 4.5 h. The
mixture was poured into distilled water (500 mL), filtered, washed
and dried in vacuum oven. Next, the pre-oxidized graphite was
added into concentrated sulfuric acid (120 mL) and under stirring
potassium permanganate (15 g) was added slowly at 35 °C for 2 h.
Then, the mixture was added into deionized water (250 mL) and
stirred for another 2 h, followed by adding deionized water (500 mL)
and hydrogen peroxide (20 mL). After filtration, the product was
washed with 10% HCI aqueous solution (300 mL) and dialyzed for
7 days to remove the acid. At last, the viscous liquid was sonicated for
2 h to generate GO dispersion.

2.3. Preparation of Bletilla striata polysaccharide (Bsp)

Bletilla striata polysaccharide was prepared with some modifications
following the methodology described by Qu et al. [30]. The tubers of
Bletilla striata were over-dried, finely pulverized and sieved through a
30 mesh sieve. The powder was degreased in petroleum ether (5 mL/g,
70 °C) and refluxed twice with ethanol (10 mL/g, 95%) at 70 °C for 2 h.

Next, the dryness powder was added to deionized water (40 mL/g).
The mixture was then extracted twice at 70 °C for 2 h. Proteins were re-
moved from the extracts using Sevag reagent (chloroform:butyl alcohol,
4:1 v/v), until the absorption of the solution at 260 nm and 280 nm was
zero. Whereafter, the deproteinized solution was concentrated and four
volumes of 95% ethanol were added to precipitate the polysaccharide.
The precipitates were then collected by washing with dehydrated alco-
hol four times and drying to a constant weight.

2.4. Preparation and characterization of the BGCS

The Bsp crosslinked GO composite sponge (BGCS) was prepared by a
simple solution-mixing freeze-drying method. Briefly, the Bsp was dis-
solved in deionized water and stirred for 12 h using a magnetic stirrer
to obtain a 16 mg/mL solution, and the Bsp solution was added to
25 mL beaker. Then, the GO solution (8 mg/mL) was slowly added to
the Bsp solution, and the final volume of the mixed solution was
15 mL with the solution was stirred for 4 h for crosslinking. Samples
were frozen in the refrigerator at —80 °C for 12 h. The frozen
BGCS were lyophilized in automated lyophilization mode (chamber
pressure < 10 Pa, temperature < —55 °C) using freeze-drier (LGJ-18,
Beijing Songyuanhuaxing Technology Develop Co., Ltd.), leading to the
formation of the porous structure through the sublimation of water.
By changing the mass ratio of Bsp to GO from 1:1, 5:1, 10:1 and 15:1,
the BGCS, BGCS-5, BGCS-10 and BGCS-15 were prepared.

Scanning electron microscopy (SEM, Navo NanoSEM450) was used
to observe the morphology of the BGCS. Infrared spectrometer
(IR, Magna-IR 750, Nicolet), Raman spectroscopy (Raman, Horiba
Labram HR Evolution) and X-ray diffraction (XRD, SmartLab (3)) were
used to investigate the chemical composition and structure of the
BGCS. The zeta potential (zetasizer nano ZS) was used to detect the
negative potential of the BGCS. Besides, the GO sponges were prepared
in the same method, by adding the same amount of water as the Bsp
solution in the BGCS.

2.5. Porosity of composite sponges

Ethanol displacement method was applied to determine the poros-
ity of the materials [2,31]. The samples were dried to a constant weight
(W5s). Ethanol was fully filled into an empty bottle and the total weight
was noted as W, the sample was immersed in the ethanol. Ultrasonic
degassing was performed until the pores were ethanol saturated, with
the bottle again filled with ethanol and weighed (W,). The samples
were quickly removed from the ethanol with forceps, then, the weight
of the bottle and remaining ethanol (W3) was measured. All samples
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were triplicated, and porosity was calculated using the following
formula:

(W —W3—W)

Porosity (%) = Wi—W3)
1—W3

x 100%

2.6. Water absorption rate

After the composite sponges was immersed in deionized water ade-
quately, the samples were tilted to 60° until no water droplets fell, and
the excess liquid was removed using a filter paper, then weight (W;)
and the initial weight (W) of the sponge were recorded. The same sam-
ple was tested three times, and the water absorption rate was calculated
using the following equation:

(W1 —Wp)
0

Water absorption rate (%) = x 100%

2.7. Rat-tail amputation

The rat tail amputation model was used to characterize the hemo-
static capacity of the specimens. Healthy male SD rats (250 + 20 g,
7 weeks old), were treated and cared for in strict accordance with the
National Research Council's Guide for the care and use of laboratory an-
imals. Total rats were anesthetized with 10% chloral hydrate (0.5 mL per
100 g) before surgery. 6 cm length of the tail was cut and the GO, BGCS
were pressed on the wound section with slight pressure. The hemo-
static time (s) and the blood loss (g) were recorded, six parallel groups
were tested to get the mean value. Commercial gauze sponge was used
here as a control group.

2.8. Whole blood clotting evaluation

In order to evaluate the coagulation ability of BGCS, the SD rats’
whole blood was used for in vitro coagulation time test. Total 50 pL vol-
ume of fresh blood was directly dropped onto eight test groups, includ-
ing a blank, Blood+Ca?™ (4 pL CaCl, solution, 0.2 mol/L), commercial
gauze sponge, the GO and BGCS-N (BGCS, BGCS-5, BGCS-10, BGCS-15)
in glass dishes. Samples of equal size (1 x 1 x 0.25 cm®) were used.
Each group reacted with blood for 30, 60, 120, and 240 s. After each
time, 10 mL of distilled water was added slowly to stop the coagulation
process and to dissolve the hemoglobin in free erythrocytes. The hemo-
globin content in each supernatant was measured by UV-Visible Spec-
trophotometer (UV 2400, SDPTOP) at 542 nm and quantified by the
following equation

Hemoglobin absorbance = Is/I; x 100%

where I, is the absorbance of the resulting sample, and I; is the absor-
bance of the reference value. As a reference value, the absorption of 50
UL fresh blood in 10 mL distilled water was measured. This experiment
was repeated three times under the same conditions [6,11].

2.9. Hemolysis assay in vitro

Fresh anticoagulated blood (5 mL) from the healthy volunteer
(female, 25 years old) was added into 10 mL phosphate buffered saline
(PBS, pH 7.2-7.4) and centrifuged at 500g for 10 min to separate RBCs
from serum. This purification step was repeated four times, and then
the collected RBCs were diluted to 50 mL in PBS. To test the hemolytic
activity of the BGCS, the GO and the Bsp, 0.2 mL of diluted RBCs was
added to 0.8 mL of the material's suspension solutions in PBS at the
range from 7.8 to 500 pg/mL. In order to get the sample's suspension

Fig. 2. Morphology of BGCS. (a) Photograph of the BGCS (3 cm diameter, 2 cm thickness). (b) Cross section of the BGCS. (c) SEM image of the interior porous structure of the BGCS. (d) The

smooth cell wall of the porous structure.
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solutions, the sample powders were added into PBS and sonicated for
2 h. Deionized water (+RBCs) and PBS (+RBCs) were chosen as posi-
tive and negative control, separately. All the samples were placed in a
rocking shaker at 37 °C for 3 h. After incubation, these samples were
centrifuged at 10,016¢ for 5 min. The hemoglobin absorbance was mea-
sured with a UV-Visible Spectrophotometer (UV2400, SDPTOP) at
540 nm. Percent hemolysis was calculated by the following formula:

Percent hemolysis(%) = Ezgzss“onm_zﬁ“mnm; x 100%
p540nm — s540nm

where absss40nm, abSns40nm, and absps4onm are the hemoglobin absor-
bance of samples, negative controls and positive controls [12,32].

2.10. Cytotoxicity evaluation

The cytotoxicity of the BGCS towards the L-929 mouse fibroblast cell
was evaluated by cell counting kit-8 assay (CCK-8, Dojindo). The cells
were adjusted to 1 x 10° cells/mL in complete medium (CM), which
consisted of 90% DEME medium, 10% fetal bovine serum (FBS) and 1%
antibiotics (100 units mL™" penicillin and 100 units mL™" streptomy-
cin). The cell suspension was added into 96-well plates (100 pL per
well) and incubated for 24 h at 37 °C in a humidified air condition of
5% CO,. Then, the cells were washed twice with PBS and different con-
centrations of the BGCS, the GO or the Bsp suspension in CM
(15.63-250 pg/mL) were added into the plates to replace the original
CM. Negative control cells did not receive any materials treatment.
The background experiments were performed with the above method.
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After 24 h incubation, 10 pL CCK-8 solution was added to each well for
4 h incubation, 80 pL supernatant was transferred to another 96-well
plate. The optical density (OD) of the mixture solutions was measured
at450 nm with a reference of 655 nm, using an iMark microplate reader.
The cell viability was expressed as a percentage as the following
formula:

(ODtest—ODblank)
(ODnegative control_ODblank)

Cell viability (%) = x 100%

where ODyest, ODpjank, ODnegative control are the optical density values
from sample wells, negative control wells and the background wells.

2.11. Interfacial interaction between blood cells and the BGCS

For blood cells and platelet selective adhesion test, a small piece of
the BGCS (1 x 1 cm?, 0.25 cm thickness) was immersed in 10 mL PBS
and equilibrated for 2 h at 37 °C. 0.5 mL of ACD-whole blood or PRP
was added and incubated for another 1 h at 37 °C. Then, the sample
was rinsed three times with PBS and immobilized with 2.5% glutaralde-
hyde for 2 h at 4 °C. The samples were then dehydrated with 50%, 60%,
70%, 80%, 90% and 100% ethanol for 10 min and the freeze-drying and
metal-spraying processes were completed prior to SEM observation.
[33].

For blood cells morphology observation, 50 uL. ACD-whole blood was
added onto the BGCS (3 cm diameter, 2 cm thickness) surface, and the
material was incubated for 3 min at 37 °C. The samples were treated
with the above-mentioned method prior to SEM observation [34,35].
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3. Results and discussions
3.1. Material characterization

Fig. 2a shows the typical BGCS hemostatic sponge prepared via Bsp
crosslinked GO aerogel, and the aerogel crosslinked each other to form
a uniform, fluffy, porous cavity structure (Fig. 2b). As shown in Fig. 2¢
and d, the BGCS exhibits a heterogeneous porous structure having a
large number of cavities, measuring from tens to hundreds of microme-
ters. The network maintained a strong interconnection between the
layers, and the surface of the sponge is rough and has a large number
of wrinkled textures (marked with the blue arrows), suggesting that
the Bsp may adhere to the GO, and they were intertwined by hydrogen
bonding.

Many investigations confirmed the abundance of oxygen-containing
groups in the GO [36,37]. The hydrophilic oxygenated functional groups
on the surface of the GO play a key role in improving the compatibility
between GO and the polymer matrix. As shown in Fig. 3a, the signals
at 3428.04, 1739.48, 1631.48, 1406.54, 1235.51, 1106.54 cm™ ' are
characteristic of the GO [37,38]. The —OH/—COOH groups were
reflected by the peak at 3428.04 cm™!, the peak at 1739.48 cm™!
indicated the presence of C=O0, the typical C=C signal was detected
at 1631.48 cm™!, the C—O bonds were indicated by the peak at
1406.54 cm~! (carboxyl C—O0), 123551 cm~! (epoxy C—O),

Hemostatic time (s)

50 4

w -
o =
1

N
=3
Il

10

1106.54 cm™! (epoxy or alkoxy C—O). Besides, from the FTIR spectra
of the Bsp (Fig. 2a), the strong and broad peak at 3430.74 cm™!
corresponded to the stretching vibration of —OH, the peak at
2937.93 cm ™! indicated the asymmetric stretching vibration of C—H,
the bands at 1648.84 cm indicated the presence C=0 asymmetric
stretching vibration absorption bands, and the peak at 1743.47 cm ™ in-
dicated the presence of uronic acids in Bsp. The characteristic absorption
band of furan glycosides is at 1078.86 cm™". The signals at 811.06 cm ™"
and 883.77 cm™ ! stand for mannose residues [2,30]. When Bsp was
added into the GO, the peak at 3428.04-3419.17 cm ™' (O—H stretching
vibrations), 1739.48-1731.78 cm~! (C=0 of carboxylic acid),
1631.48-1644.98 cm™' (aromatic C=C), 1406.54-1395.33 cm™'
(carboxyl C—O0), 1235.51-1249.53 cm~' (epoxy C—O),
1106.54-1056.07 cm ™! (epoxy or alkoxy C—O) sharpened, suggesting
that Bsp interacted with GO through intermolecular hydrogen bonds,
and Bsp and GO should have good miscibility [39].

The Raman spectra of GO and BGCS are shown in Fig. 3b, which show
similar peak structures, e.g., the G band (E2g mode of sp? carbon atoms)
was at approximately 1588 cm™!, and the D band was at about
1341 cm~! (symmetry Alg mode). The ID to IG ratio of the BGCS is
1.01, which is higher than that of the GO (0.98), indicating that the com-
bination of the Bsp and the GO increases the disorder of the material.
Compared with GO, the G band of BGCS exhibits a blue shift from
1588 cm~! to 1592 cm ™' due to the higher amount of sp? carbon

Blood loss (g)

Fig. 5. Evaluation on the hemostatic performance of the BGCS. (a) Cutting the tail of the rat and bleeding. (b) 10 min application of gauze sponge resulted in continued bleeding. (c) BGCS
was pressed on the wound. (d) Hemostasis was achieved by the BGCS. (e) The hemostatic time and blood loss of the GO and the BGCS sponges. Data values corresponded to mean =+ SD, n

= 6. *P < 0.05 compared with the GO sponge.



832

=)

J. Chen et al. / International Journal of Biological Macromolecules 130 (2019) 827-835

b

100 —=— Blood
\ —8— Blood+Ca+

= —&— Gauze
°\~ —v— go
£ 80- —-BGCS ' i
e —4-BGCS-5 i
o~ —»— BGCS-10 N
b3 —@-BGCS-15 |
8 60
g (§ -
2 s
o Blood Blood+Ca?* Gauze GO
g «
<
£
3
S 20
o
£
$ ks

0 -

BGCS BGCS-5 BGCS-10 BGCS-15

Reaction Time (s)

Fig. 6. Whole blood clotting (a) in vitro dynamic whole-blood clotting evaluation of the GO, the BGCS-N and controls (Ca>* and Gauze); data values corresponded to mean = SD (n = 3).

(b) Photographs of the corresponding aqueous solutions of hemoglobin after 30 s.

atom content in BGCS, and those sp? carbon atoms were produced by
partial reduction of oxygen-containing functional groups in GO [40]. Be-
sides, the structure of the BGCS was further investigated by XRD
(Fig. 3c). When the GO aerogel was crosslinked by the Bsp, the charac-
teristic diffraction angle (26) of GO decreased from 10.4° to 5.43°,
which indicates that the interlayer spacing increased from 0.85 nm to
1.62 nm, and the BSP is successfully inserted into the GO layer to form
a special sandwich structure.

The zeta potential measurement confirmed the surface charge den-
sity of the GO and the BGCS. As shown in Fig. 3d, the electric negative
potential of the GO was —40.9 + 1.7 mV, and the BGCS (—27.3 +
0.9 mV) was lower than the GO. We deduced that the property changes
would reduce the thrombosis toxicity of GO [10]. Similarly, the strong
negative charges in BGCS can activate blood clotting factors in platelets,
and accelerate blood coagulation [41,42].

3.2. Porosity and water absorption of the sponges

The higher porosity facilitates the hemostatic material to absorb ex-
udates from the wound surface and commence gas exchange. As shown
in Fig. 4a, the porosity of the GO sponge was 96.5 + 1.11%, and the BGCS
was 95.3 + 0.49%, but the change was not statistically significant. With
the amount of Bsp further increases, the porosity of the composite
sponge decreases. But the porosity of all sponges exceeds 90%, and the
porosity of the sponges is a key factor in determining the fluid absorp-
tion capacity [2].

Medical hemostatic materials should have good liquid absorption
capacity, which can accelerate blood coagulation by rapidly absorbing
exudate and plasma on the wound surface [2,43]. Fig. 4b presents that
the water absorption of the GO is 7972.81 4+ 451.01%. The absorption
capacity of the material is dose dependent with Bsp, and increasing
the dose of Bsp (the ratio of Bsp/GO from 1:1 to 15:1, m/m) weaken
the absorption capacity of the materials. It is possible that the Bsp
crosslinks with the GO, making the molecular chain tighter and
the surface negative charges weakened, thus decreasing the water
absorption capacity [44]. Besides, the water absorption of the sponges
was also affected by the porosity, and its porous structure was also an
important factor affecting the water absorption capacity [45]. The
BGCS (1:1, m/m) whose water absorption is 5239.86 4+ 129.65%,
possessed the best absorption capacity.

3.3. In vivo hemostatic efficacy

Rat-tail amputation models are a usual bleeding model for evaluat-
ing the hemostatic material [11,46]. The gauze sponge (Fig. 5b) was
used as the control group to directly press on the wound surface. The
gauze did not promote blood coagulation, and even after 10 min, the
blood could only prevent from flowing out by pressing [47]. However,
when the BGCS was pressed slightly onto the wound (Fig. 5¢), the
BGCS could quickly absorb blood and rapidly formed a clot at the inter-
face to stop bleeding (Fig. 5d). As shown in Fig. 5e, among the six paral-
lel bleeding experiments, the mean bleeding time was 45.9 4- 4.6 s, and
the bleeding time of the GO was 35.6 + 5.6 s, although the BGCS was
slightly lower than the GO, the BGCS still could play an excellent role
in hemostasis. Besides, the mean blood loss of BGCS was 0.063 +
0.016 g, although it was slightly higher than the blood loss of GO
(0.050 4+ 0.028 g), there was no significant difference (P > 0.05).
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Fig. 7. Hemolysis assays for the BGCS, the GO and the Bsp. Inset: the photographs show no
significant hemoglobin leakage from the BGCS approached RBSs compared to the positive
control. (+) and (—) symbols represent positive and negative control group, respectively.
Data values corresponded to mean + SD (n = 3).
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Fig. 8. Cell viability of L-929 mouse fibroblast cell determined from CCK-8 assay after 24-h
exposure to different concentrations (15.63-250 pg/mL) of the GO, the BGCS and the Bsp.
Data represented mean =+ SD. *P < 0.05 denotes significant differences compared with
the BGCS.

Simultaneously, the hemostatic performance of the other BGCS-N was
investigated. The hemostasis time of BGCS-5 and BGCS-10 was ex-
tended to 54.8 4+ 11.6 s and 113.8 £ 20.8 s. With the increase of Bsp,
the hemostasis time of the material is prolonged. We inferred that the
increased hemostatic time of BGCS-N related to their porosity and sur-
face charge, thus ensuring the liquid absorption capacity and higher
charge density of the BGCS is essential for rapid hemostasis.

3.4. In vitro dynamic whole-blood clotting

The dynamic whole-blood clotting study was conducted to assess
the hemostatic potential of BGCS in vitro. In this assay, the same amount
of fresh blood without anticoagulant was directly added to the samples,
gauze (negative control) and Ca?>* (a coagulation factor, positive con-
trol). Test samples as coagulant material, was interacted with fresh
blood and their performance was observed by an ultraviolet spectro-
photometer at 542 nm. As shown in Fig. 6a, during the whole blood
clotting test, the GO and the BGCS-N showed lower absorbance values
than the control groups (blood, gauze and blood + Ca?*) and thus
more blood clotting. In the first 30 s of contact with the whole blood,
the absorbance value of the GO and the BGCS-N were far lower than
the control groups, the difference in hemoglobin concentration in the
supernatant was significant (Fig. 6b). For all control groups, the blood
began to coagulate after about 60 s. The blood in the GO and the
BGCS-N coagulated almost completely at 30 s, but as the amount of

Bsp increases, the hemoglobin absorbance increases, and the coagula-
tion effect of the BGCS (1-5) is comparable to that of GO. Therefore, it
is probable that the BGCS can accelerate blood clotting when the
blood coagulant had not yet functioned. We deduced that the BGCS ab-
sorb plasma, allowing rapid blood clotting through the activation of the
intrinsic coagulation system and surface charge of the material [6].

3.5. In vitro hemolysis assay

Hemolysis assay is a universal method to evaluate the in vitro blood
compatibility of materials [48]. Direct exposure of the GO to the RBCs so-
lution resulted in dose-dependent developing of hemoglobin (Fig. 7),
about 250 pg/mL dose of GO caused 60.9 + 4.0% hemolysis. This result
confirmed that the GO has bio-toxicity and may cause thrombosis
[10]. Conversely, the RBCs treated with the same dose of the BGCS
did not show hemolysis. When the dosage of the BGCS was up to
500 pg/mL, the max rate is no >2%. Besides, Liao et al. [12] confirmed
that the light absorption by the GO is not an important issue in the he-
molysis assay, so the hemolysis ratio of the Bsp crosslinked GO is much
lower than the hemolysis ratio of the GO.

3.6. Cytotoxicity evaluation

Usually, MTT is often used to predict the toxicity of materials, but the
GO could spontaneously reduce MTT thus resulting in a false positive
signal [12]. So the effect of the GO, the BGCS and the Bsp on L929 cell vi-
ability was assessed using the CCK-8 assay. As shown in Fig. 8, the L929
cells were cultured with different concentrations (15.63-250 pg/mL) of
the GO, BGCS and Bsp for 24 h. Increasing GO concentration from 15.63
to 250 pg/mL dose-dependently decreased cell viability from 92.19 +
2.33% to 57.96 & 3.03%, with the cell viability of the BGCS-treated cells
significantly (P < 0.05) increased as compared with that of the GO-
treated cells. At a concentration from 15.63 to 250 pg/mL, the cell viabil-
ity of the BGCS-treated cells decreased from 98.86 + 1.96% to 78.41 +
4.04%. Therefore, Bsp crosslinked with GO can reduce its cytotoxicity.
Besides, there was no difference of cell viability (P > 0.05) between
the BGCS and the Bsp except for 250 pg/mL.

3.7. The interaction between the interface of BGCS and blood cells

GO could not directly contact with blood, but Bsp-modified GO
materials could be in direct contact with blood and exert excellent he-
mostatic properties. To elucidate the hemostatic mechanism, morpho-
logical studies of the hemocytes and platelets on the BGCS were
performed according to the literature methods [9,42]. Firstly, when
the BGCS was incubated with whole blood in PBS, the BGCS does not af-
fect the morphology of blood cells, because none of the blood cells are
deformed or aggregated on the surface of the BGCS (Fig. 9a). This result
is consistent with the hemolysis assay. By contrast, when BGCS was
incubated with PRP in PBS, it was clearly observed that platelets

Fig. 9. SEM images of interaction between blood cells and the BGCS. The blood cells (a) and the platelets (b) selectively adhere on the surface of the BGCS. (c) A droplet of whole blood was
directly dropped onto the BGCS, hemocytes were forced to adhere to it. The white arrow in the figure represents the fibrin formed.
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aggregated on the surface of BGCS and changed their regular shape
(Fig. 9b). Besides, when a droplet of whole blood was directly dropped
onto the surface of BGCS, the plasma was rapidly absorbed into the
BGCS, and a large number of blood cells were accumulated on the
surface to form a micron-sized blood clot, as shown in Fig. 9c. The
RBCs that can be observed were covered and crosslinked with the
formed fibrin (the white arrow). The presence of RBCs during clot for-
mation increased the resistance of the clot to fibrinolysis, increased
the heterogeneity of the fibrin network, and enhanced the stability of
the blood clot [49].

4. Conclusions

In summary, the BGCS was proven to be a safe, effective and low-cost
potential hemostatic agent. BGCS can stop bleeding within 50 s in the
rat-tail amputation models. Its high porosity sponge structure absorbs
blood quickly, and the high surface charge (—27.3 4+ 0.9 mV) can effec-
tively activate platelets and accelerate the formation of fibrin. As the GO
contains rich hydroxyl groups and epoxy groups on its surface, the GO
and Bsp are uniformly and tightly linked by hydrogen bonding when
they are mixed. This stable structure assures the biosafety of the BGCS.
According to the previous reports, the GO destructed hemocytes, caused
cytotoxicity and even formed a thrombus, while the BGCS can signifi-
cantly improve these conditions. Therefore, the BGCS shows great po-
tential in the field of wound hemostasis.
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